Evaluation of contrast in duplicated radiographs.
This investigation evaluated changes in the contrast of duplicated radiographs made at different ultraviolet light exposures. Increasing ultraviolet light exposure had different effects on the duplicates of originals of different "background" densities. When correctly exposed, a duplicate radiograph enhanced contrast. When originals had the same contrast but different "background" densities, their duplicates did not have the same contrast. It was not possible to duplicate accurately all the different contrasts measured on an original. It was possible, however, to produce duplicates with all contrasts greater than those of the original.